Abstract: This paper represents the design, fabrication, and implementation of an Internet of Things (IoT)-based electrochemical microfluidic system for free calcium concentration detection with a 3D printing technique. Free calcium solutions with desired concentrations between 0 and 40 µM can be obtained. The solutions were used to calibrate the system by using an impedance analyzer for monitoring the impedance change to determine the operating frequency. Continuously, an IoT enabled point of care device was used for real-time detection and to send signals to the cloud for sharing. The relationship between the concentration and reactance are y = −1.3812Lgx + 0.9809 at a wavelength of 450 Hz, with an R 2 of 0.9719. We measured the calcium concentration changing from 39.8 µM to 1.35 µM (nearly real-time) by the PoC device and showed the concentration changes resulting with time on the cell phone app. The results depicted in this paper provide a strong platform for the precise and real-time monitoring of different biomedical samples.
Introduction
Microfluidic devices are powerful tools for analytical chemistry, biology, diagnostics, and biomedical research. Several microfluidic devices have been developed to detect adenosine triphosphate (ATP) [1, 2] , nitrite [3] , and bacteria [4] for Urinary tract infection detection [5] . Microfluidic devices can be miniaturized and integrated, thereby affording advantages such as easy handling, portability, and short operating time, low cost, reduced consumption of sample and reagents, and high sensitivity. Controlled volume and flow control can be achieved by the device.
The semi-conductive sensors are widely used for different applications ranging from industrial [6] , environmental [7] [8] [9] and health monitoring [10] due to their easy operating principle, robustness, adaptability, and low-resistance contacts. The silicon sensors have been used constantly on a wide range of biomedical applications [11] [12] [13] [14] due the ability to form devices with high sensitivity, long linear range and low limit of detection. Electrochemical biosensors are widely used as the components of portable lab-on-a-chip devices, which is one kind of the Point-of-Care (PoC) devices. They change the costly In interdigital sensors, the penetration depth of the electric field corresponds to the spatial wavelength of the interdigital sensor [33, 34] . To enhance the penetration depth, interdigitated Micro-electrodes (IDµE) can be fabricated directly on a thin layer of poly(N-isopropylacrylamide) polymer (PNIPAm)-graphene nanoplatelet (GR) composite using a shadow mask with a pre-defined pattern [35] . In this article, planar interdigital sensors with multi-sensing electrodes have been designed and fabricated [36] . Figure 1 shows the configuration of the interdigital sensor. On the top of a single 525 µm thick crystal silicon wafer, an over native silicon dioxide (SiO 2 ) insulative layer, and a 500 nm gold (Au) layer were sputtered on top of a 22.5 nm Chromium seed layer to provide defect-free adhesion of thin film gold sensors. The dimension of each sensor is 10 mm × 10 mm ( Figure 1a ) with a sensing surface of 2.5 mm × 2.5 mm (Figure 1b) . The zoom view of the sensing pad shows that electrodes and the gaps between electrodesare all 25-µm wide (Figure 1c ).
manner. Because of this design, when a potential difference as a function of time is applied across the electrodes, the electric field lines would bulge from one electrode to another of opposite polarity. The impedance Z consists of a real part (resistance, R) and an imaginary part (reactance, X) that can be written as below:
X can also be explained based on the capacitance (C) and frequency (f) as follows:
where, ε ε
A is the area of each plate, d is the distance between the plates, ε0 and εr are the dielectric constant of free space and the relative dielectric constant of the material, respectively.
If any material was kept in contact or proximity to the electrodes, the field lines penetrate through it. This changes the characteristics of the field lines, which can be studied to simultaneously determine the attributes of the material under test (MUT). In these sensors, the electric field lines penetrate through the liquid flowing through the PDMS-based microfluidic system embedded above the sensing area. The response was studied with different concentrations to determine the characteristics of the samples at different frequencies. The concentration of the MUT will determine the εr. Therefore, the capacitance (C) will be dependent on the εr if the geometry is set. By measuring the relationship between Reactance X and the frequency, we can get the capacitance C, therefore determining the concentration. Due to the interdigitated nature of the sensors, their working principle was based on capacitive principle. Figure 2a ,b show the schematic diagram of the operating principle. The interdigitated electrodes of the silicon sensor were planar in nature to operate in a single-sided and non-invasive manner. Because of this design, when a potential difference as a function of time is applied across the electrodes, the electric field lines would bulge from one electrode to another of opposite polarity. manner. Because of this design, when a potential difference as a function of time is applied across the electrodes, the electric field lines would bulge from one electrode to another of opposite polarity. The impedance Z consists of a real part (resistance, R) and an imaginary part (reactance, X) that can be written as below:
If any material was kept in contact or proximity to the electrodes, the field lines penetrate through it. This changes the characteristics of the field lines, which can be studied to simultaneously determine the attributes of the material under test (MUT). In these sensors, the electric field lines penetrate through the liquid flowing through the PDMS-based microfluidic system embedded above the sensing area. The response was studied with different concentrations to determine the characteristics of the samples at different frequencies. The concentration of the MUT will determine the εr. Therefore, the capacitance (C) will be dependent on the εr if the geometry is set. By measuring the relationship between Reactance X and the frequency, we can get the capacitance C, therefore determining the concentration. The impedance Z consists of a real part (resistance, R) and an imaginary part (reactance, X) that can be written as below:
X can also be explained based on the capacitance (C) and frequency (f ) as follows:
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A is the area of each plate, d is the distance between the plates, ε 0 and ε r are the dielectric constant of free space and the relative dielectric constant of the material, respectively.
If any material was kept in contact or proximity to the electrodes, the field lines penetrate through it. This changes the characteristics of the field lines, which can be studied to simultaneously determine the attributes of the material under test (MUT). In these sensors, the electric field lines penetrate through the liquid flowing through the PDMS-based microfluidic system embedded above the sensing area.
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The response was studied with different concentrations to determine the characteristics of the samples at different frequencies. The concentration of the MUT will determine the ε r . Therefore, the capacitance (C) will be dependent on the ε r if the geometry is set. By measuring the relationship between Reactance X and the frequency, we can get the capacitance C, therefore determining the concentration.
Fabrication of Microfluidics Detection System
The customized microfluidic chip, as Figure 3 shows, includes two layers: the bottom PDMS layer with a microfluidic pattern and the top PDMS layer with the sensing electrodes. For the bottom PDMS layer, the microfluidic pattern was achieved with 3D printing. The pattern includes the reaction zone with dimensions of 3 mm × 3 mm × 2.5 mm, with 2 2 mm × 1.2 mm × 10 mm channels connecting to the inlet and outlet. Afterward, PDMS was poured directly on the pattern which was left in an oven at 70 • C for 2 h for curing. Finally, the PDMS microfluidic chips were peeled off from the 3D printed mold for further use. There was one inlet, one outlet, and one reaction chamber. For the top sensing platform, liquid PDMS was poured around the electrode sensor to form a uniform layer with sensor surfaces exposure. The top layer and bottom layer were bonded to form the microfluidic chip with enclosed channels. The sensing zone was matched when bonding to keep the chamber from the sensing part of the sensor on the bottom. Two connected pad parts of the electrode sensors ( Figure 1a) were connected to the two separated electrostatic wires by the silver epoxy conductive glue, which connected to the external LCR meter. 
The customized microfluidic chip, as Figure 3 shows, includes two layers: the bottom PDMS layer with a microfluidic pattern and the top PDMS layer with the sensing electrodes. For the bottom PDMS layer, the microfluidic pattern was achieved with 3D printing. The pattern includes the reaction zone with dimensions of 3 mm × 3 mm × 2.5 mm, with 2 2 mm × 1.2 mm × 10 mm channels connecting to the inlet and outlet. Afterward, PDMS was poured directly on the pattern which was left in an oven at 70 °C for 2 h for curing. Finally, the PDMS microfluidic chips were peeled off from the 3D printed mold for further use. There was one inlet, one outlet, and one reaction chamber. For the top sensing platform, liquid PDMS was poured around the electrode sensor to form a uniform layer with sensor surfaces exposure. The top layer and bottom layer were bonded to form the microfluidic chip with enclosed channels. The sensing zone was matched when bonding to keep the chamber from the sensing part of the sensor on the bottom. Two connected pad parts of the electrode sensors ( Figure 1a ) were connected to the two separated electrostatic wires by the silver epoxy conductive glue, which connected to the external LCR meter. Figure 4a shows the design of the microfluidic channel, which was done with a commercial designing software CREO Parametric 2.0 (PTC, Needham, MA, USA). A 3D printing system (Form 2: Desktop Stereolithography (SLA) 3D Printer, Formslab, Australia) was used to develop the molds that were subsequently used to form the PDMS-based microfluidic channels. The structure were drawn by Creo Parametric 2.0 (PTC, Needham, MA 02494, USA) and exported as a stl. format. The stl. files were imported into PreForm (version 2.6.0, Formslab, Australia) software. We set the support (Density 1.6 and Point size: 0.6 mm) and orientations of the structures. The resin used was Form 2 Clear V4 Resin and it took around 24 ml for 4 devices. The print resolution was set as 100 μm and the time for printing the 4 devices was around 1.5 h. During the printing, the structures were formed on the platform under UV light in the 3D printer chamber. After the printing, the structures with the supports were easily to dispatch from the platform. Continuously, the supports under the 4 structures can be dispatched easily. The structures were immersed in isopropanol under the ultrasonic treatment for 15 min. Finally, the structures were dried by compressed air and left for further use. A layer of PDMS was cast on the developed molds by mixing the base elastomer and curing agent at a ratio of 10:1. The casted sample was cured in the oven at 70 °C for 2 h to solidify the microfluidic channel (Figure 4b ). This part didn't require the secondary polishing operation and was left in the clean environment. Figure 4c shows the PDMS bottom microfluidics layer after peeling from the mold. This structure was then embedded on top of the sensing area of a sensor. The interdigital sensors were put on the glass slide, around which PDMS was filled around the sensor with the sensing part exposed to form the top Figure 4a shows the design of the microfluidic channel, which was done with a commercial designing software CREO Parametric 2.0 (PTC, Needham, MA, USA). A 3D printing system (Form 2: Desktop Stereolithography (SLA) 3D Printer, Formslab, Australia) was used to develop the molds that were subsequently used to form the PDMS-based microfluidic channels. The structure were drawn by Creo Parametric 2.0 (PTC, Needham, MA, USA) and exported as a stl. format. The stl. files were imported into PreForm (version 2.6.0, Formslab, Australia) software. We set the support (Density 1.6 and Point size: 0.6 mm) and orientations of the structures. The resin used was Form 2 Clear V4 Resin and it took around 24 mL for 4 devices. The print resolution was set as 100 µm and the time for printing the 4 devices was around 1.5 h. During the printing, the structures were formed on the platform under UV light in the 3D printer chamber. After the printing, the structures with the supports were easily to dispatch from the platform. Continuously, the supports under the 4 structures can be dispatched easily. The structures were immersed in isopropanol under the ultrasonic treatment for 15 min. Finally, the structures were dried by compressed air and left for further use. A layer of PDMS was cast on the developed molds by mixing the base elastomer and curing agent at a ratio of 10:1. The casted sample was cured in the oven at 70 • C for 2 h to solidify the microfluidic channel ( Figure 4b ). This part didn't require the secondary polishing operation and was left in the clean environment. Figure 4c shows the PDMS bottom microfluidics layer after peeling from the mold. This structure was then embedded on top of the sensing area of a sensor. The interdigital sensors were put on the glass slide, around which PDMS was filled around the sensor with the sensing part exposed to form the top layer, as in Figure 4d . After pouring liquid PDMS around the electrode sensor, the liquid PDMS was solidified in an oven at 70 • C for 2 h. Afterwards, the PDMS on the electrode sensor part was cut by knife and peeled away and the electrode sensor part was exposed. Rather than using oxygen plasma treatment, they were bonded naturally to ensure reusability. Once both layers fulfilled the standard of cleanness, the structures were manually put together, and were then naturally bonded together. The bonded device was submerged in degassed water to store for further use. IT is noteworthy that this device was reusable after being cleaned by isopropyl alcohol and dried. solidified in an oven at 70 °C for 2 h. Afterwards, the PDMS on the electrode sensor part was cut by knife and peeled away and the electrode sensor part was exposed. Rather than using oxygen plasma treatment, they were bonded naturally to ensure reusability. Once both layers fulfilled the standard of cleanness, the structures were manually put together, and were then naturally bonded together. The bonded device was submerged in degassed water to store for further use. IT is noteworthy that this device was reusable after being cleaned by isopropyl alcohol and dried. Figure 4e shows the complete structure of the electrochemical microfluidic device after bonding the top and bottom layers. Figure 4f demonstrates the connection between the microfluidic device and the detection instrument. The thickness of the detection chamber was adjusted to 3.2 mm to formulate the flow of the liquid to a volume of 22.5 μL. The height of the channels connecting the chamber to inlets and outlets was designed to be 2.5 mm in height.
Preparation of the Calcium Samples
A commercial calcium buffer kit was used. There are two components: the zero calcium buffer (10 mM K2EGTA, 100 mM KCl, and 10 mM MOPS; pH 7.20.) and the high calcium buffer (10 mM CaEGTA, 100 mM KCl, and 10 mM MOPS; pH 7.20).
A total of 0.20 mL of the 2 mL of above zero calcium solution was removed and replaced with 0.20 mL of the "high calcium solution". The resulting solution contained 1. 
Experimental Measurements
The EIS technique was used to investigate the dielectric properties of the test samples at different concentrations. Although this measurement technique is very powerful and popular, it is sensitive to humidity and temperature. Therefore, all the experiments were conducted in a controlled laboratory under the same humidity and temperature level. An impedance analyzer Figure 4f demonstrates the connection between the microfluidic device and the detection instrument. The thickness of the detection chamber was adjusted to 3.2 mm to formulate the flow of the liquid to a volume of 22.5 µL. The height of the channels connecting the chamber to inlets and outlets was designed to be 2.5 mm in height.
Preparation of the Calcium Samples
A commercial calcium buffer kit was used. There are two components: the zero calcium buffer (10 mM K 2 EGTA, 100 mM KCl, and 10 mM MOPS; pH 7.20.) and the high calcium buffer (10 mM CaEGTA, 100 mM KCl, and 10 mM MOPS; pH 7.20).
Experimental Measurements
The EIS technique was used to investigate the dielectric properties of the test samples at different concentrations. Although this measurement technique is very powerful and popular, it is sensitive to humidity and temperature. Therefore, all the experiments were conducted in a controlled laboratory under the same humidity and temperature level. An impedance analyzer (HIOKI IM3536, Hioki, Japan) was used to determine the changes taking place for different experimental samples and different frequencies. The bonding pads of the electrodes of the interdigital sensor were attached to wires with silver epoxy glue for connection purposes. These wires were connected to the impedance analyzer via Kelvin probes and the setup was kept constant during the entire experimental procedure.
As shown in Figure 5 , the impedance analyzer was connected to a computer using a USB cable to collect the data in the Microsoft Office Suite ® using an automated data acquisition algorithm. The sensors on the electrochemical microfluidics system were connected to the LCR meter and a 10 Hz-100 kHz signal with 1 V amplitude was given to the electrodes. Five different concentrations of prepared calcium solution were used to examine the system. Finally, the optimal frequency for the EIS measurements was chosen. It is noteworthy that the measurement was taken five times and averaged results were used for analysis. wires were connected to the impedance analyzer via Kelvin probes and the setup was kept constant during the entire experimental procedure. As shown in Figure 5 , the impedance analyzer was connected to a computer using a USB cable to collect the data in the Microsoft Office Suite ® using an automated data acquisition algorithm. The sensors on the electrochemical microfluidics system were connected to the LCR meter and a 10 Hz-100 kHz signal with 1 V amplitude was given to the electrodes. Five different concentrations of prepared calcium solution were used to examine the system. Finally, the optimal frequency for the EIS measurements was chosen. It is noteworthy that the measurement was taken five times and averaged results were used for analysis. An impedance analyzer was used to collect the information for impedance variations generated by different calcium concentrations. The low-power-microcontroller converted impedance values to Figure 6 shows the block diagram of the proposed point-of-care system. An impedance analyzer was used to collect the information for impedance variations generated by different calcium concentrations. The low-power-microcontroller converted impedance values to the actual calcium concentrations and transferred the data to an IoT-based cloud server to assess the data.
A WiFi module was integrated with the microcontroller board, which helped to connect the PoC device with any gateway to transfer the measured data to the IoT-based cloud server. Thingspeak [37] was used as a cloud storage to store the data. This cloud server was accessible from any location, not only from laptops but also only from the app in cell phones. This helped the health-care related work to carry out the real-time monitoring. The Arduino ciao [38] library, which applied the Hypertext Transfer Protocol (HTTP) POST protocol (POST is a request method supported by HTTP used by the World Wide Web), was used to transfer the calcium concentration to the designated private channel in Thingspeak. Figure 5 . The Impedance Analyzer (LCR meter) was used for experimental calibration measurements. Figure 6 shows the block diagram of the proposed point-of-care system. An impedance analyzer was used to collect the information for impedance variations generated by different calcium concentrations. The low-power-microcontroller converted impedance values to the actual calcium concentrations and transferred the data to an IoT-based cloud server to assess the data.
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Block Diagram of the Point-of-Care System
A WiFi module was integrated with the microcontroller board, which helped to connect the PoC device with any gateway to transfer the measured data to the IoT-based cloud server. Figure 7 shows the circuit diagram of the proposed PoC system. Arduino Uno Wifi [39] was used with an AD5933 [40] as an impedance analyzer to calculate the concentration of calcium from the sensor. ADG849 [41] was used as a 2:1 multiplexer to complete the calibration. In order to calculate the gain, a calibration resistance of 2.18 kΩ was used to calibrate the impedance analyzer. It provided an Alternating Current (AC) voltage of 1.98 V and Direct Current (DC) bias voltage of 1.48 V for the excitation electrode of the sensor. The AC excitation signal was generated through the direct digital synthesis (DDS) [42] technique. In this case, the operating frequency was 450 Hz. The impedance data was collected by the I2C protocol [43] from the sensor. A Vcc of 3.3 V was used from the Arduino Uno WiFi to the AD5933 and ADG849. A rechargeable battery was used to provide the sufficient power to the whole system. The impedance data was collected from the impedance analyzer and uses the reference graph to calculate the calcium concentration. Thingspeak [37] was used as a cloud storage to store the data. This cloud server was accessible from any location, not only from laptops but also only from the app in cell phones. This helped the health-care related work to carry out the real-time monitoring. The Arduino ciao [38] library, which applied the Hypertext Transfer Protocol (HTTP) POST protocol (POST is a request method supported by HTTP used by the World Wide Web), was used to transfer the calcium concentration to the designated private channel in Thingspeak. Figure 7 shows the circuit diagram of the proposed PoC system. Arduino Uno Wifi [39] was used with an AD5933 [40] as an impedance analyzer to calculate the concentration of calcium from the sensor. ADG849 [41] was used as a 2:1 multiplexer to complete the calibration. In order to calculate the gain, a calibration resistance of 2.18 kΩ was used to calibrate the impedance analyzer. It provided an Alternating Current (AC) voltage of 1.98 V and Direct Current (DC) bias voltage of 1.48 V for the excitation electrode of the sensor. The AC excitation signal was generated through the direct digital synthesis (DDS) [42] technique. In this case, the operating frequency was 450 Hz. The impedance data was collected by the I2C protocol [43] from the sensor. A Vcc of 3.3 V was used from the Arduino Uno WiFi to the AD5933 and ADG849. A rechargeable battery was used to provide the sufficient power to the whole system. The impedance data was collected from the impedance analyzer and uses the reference graph to calculate the calcium concentration. 
Circuit Diagram of the Proposed System
Software Process Flow of the PoC Device
The Arduino Integrated Development Environment (IDE) has a text editor for programming code, a text console, a serial monitor to see the output, a message area, and a toolbar with buttons for common functions [44] . Figure 8 shows the process flow of the PoC device. The microcontroller restarted the rest connector and the server address after powering the device, and a function was developed to measure the calcium concentration. An initialization of the impedance analyzer was also carried out to apply its operating frequency on calculating the gain and impedance for the sensor. If the initialization is wrong, these steps would repeat until the whole process is completed. 
The Arduino Integrated Development Environment (IDE) has a text editor for programming code, a text console, a serial monitor to see the output, a message area, and a toolbar with buttons for common functions [44] . Figure 8 shows the process flow of the PoC device. The microcontroller restarted the rest connector and the server address after powering the device, and a function was developed to measure the calcium concentration. An initialization of the impedance analyzer was also carried out to apply its operating frequency on calculating the gain and impedance for the sensor. If the initialization is wrong, these steps would repeat until the whole process is completed. Finally, the calcium concentration was transferred to the IoT-based cloud server. If the PoC device was unable to send the calculated data to the cloud server due to a transmission error or losing the communication link, it would start the tasks from the beginning as shown in Figure 8 .
The PoC device is able to be connected with any local gateway. The Application Process Interface (API) key was required from the user′s side. This improved the security of the device. The device turned off automatically after data transmitting was completed. The final collected data can be seen almost instantaneously in the Thingspeak cloud for the house physician or the caregiver who is interested in monitoring the calcium concentration. Figure 8 represents the first prototype, with a dimension of 15 cm × 10 cm that was used as a PoC device. Figure 9 shows the software flow of the PoC device for calcium calculation detection. The data was transferred to the IoT cloud server. Figure 5 shows the settings for response of the microfluidics systems in terms of reactance and frequency to 5 different calcium solutions by the LCR meter. A sinusoidal voltage of 1 V was provided to the sensors with a frequency sweep done between 100 Hz and 500 Hz to determine the optimum frequency range for the chosen samples [45] [46] [47] . The experimental samples were chosen between 0.1 μM and 40 μM and were formed with the serial dilution method, as 0.1 μM, 0.225 μM, 0.602 μM, 1.35 μM, and 39.8 μM. Figure 10 shows the response of the developed sensor with respect to the five calcium concentrations in the frequency range of 400 to 500 Hz. It is seen from the figure that the sensor was Finally, the calcium concentration was transferred to the IoT-based cloud server. If the PoC device was unable to send the calculated data to the cloud server due to a transmission error or losing the communication link, it would start the tasks from the beginning as shown in Figure 8 .
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The PoC device is able to be connected with any local gateway. The Application Process Interface (API) key was required from the user s side. This improved the security of the device. The device turned off automatically after data transmitting was completed. The final collected data can be seen almost instantaneously in the Thingspeak cloud for the house physician or the caregiver who is interested in monitoring the calcium concentration. Figure 8 represents the first prototype, with a dimension of 15 cm × 10 cm that was used as a PoC device. Figure 9 shows the software flow of the PoC device for calcium calculation detection. The data was transferred to the IoT cloud server. Finally, the calcium concentration was transferred to the IoT-based cloud server. If the PoC device was unable to send the calculated data to the cloud server due to a transmission error or losing the communication link, it would start the tasks from the beginning as shown in Figure 8 .
The PoC device is able to be connected with any local gateway. The Application Process Interface (API) key was required from the user′s side. This improved the security of the device. The device turned off automatically after data transmitting was completed. The final collected data can be seen almost instantaneously in the Thingspeak cloud for the house physician or the caregiver who is interested in monitoring the calcium concentration. Figure 8 represents the first prototype, with a dimension of 15 cm × 10 cm that was used as a PoC device. Figure 9 shows the software flow of the PoC device for calcium calculation detection. The data was transferred to the IoT cloud server. Figure 5 shows the settings for response of the microfluidics systems in terms of reactance and frequency to 5 different calcium solutions by the LCR meter. A sinusoidal voltage of 1 V was provided to the sensors with a frequency sweep done between 100 Hz and 500 Hz to determine the optimum frequency range for the chosen samples [45] [46] [47] . The experimental samples were chosen between 0.1 μM and 40 μM and were formed with the serial dilution method, as 0.1 μM, 0.225 μM, 0.602 μM, 1.35 μM, and 39.8 μM. Figure 10 shows the response of the developed sensor with respect to the five calcium Figure 5 shows the settings for response of the microfluidics systems in terms of reactance and frequency to 5 different calcium solutions by the LCR meter. A sinusoidal voltage of 1 V was provided to the sensors with a frequency sweep done between 100 Hz and 500 Hz to determine the optimum frequency range for the chosen samples [45] [46] [47] . The experimental samples were chosen between 0.1 µM and 40 µM and were formed with the serial dilution method, as 0.1 µM, 0.225 µM, 0.602 µM, 1.35 µM, and 39.8 µM. Figure 10 shows the response of the developed sensor with respect to the five calcium concentrations in the frequency range of 400 to 500 Hz. It is seen from the figure that the sensor was capable of differentiating the concentrations distinctively. The change in reactance occurred because of the capacitive nature of the interdigital sensors.
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Appl. Sci. 2018, 8, x 9 of 15 capable of differentiating the concentrations distinctively. The change in reactance occurred because of the capacitive nature of the interdigital sensors. Compared to the earlier detections, as mentioned above, it was possible to detect the controlled volume in this case due to the presence of the microfluidic channel above the interdigital sensors. The presence of the channel not only helped in achieving a consistency (22.5 μL) of the detected volume in every experimental round, it also helped in maintaining a uniform shape of the MUT above the sensing area. For the experiments which were conducted without the use of the microfluidic channel, the presence of the sample on the sensing area of the interdigital sensors was oval and not uniform in shape. This had an effect on the response of the sensor as the electric field would not penetrate uniformly through the MUT. 
Measurement of the Reactance Measurement with PoC Device
This chosen frequency was considered to be used in the microcontroller-based system for real-time applications. Figure 11 shows the measurement of different concentrations of calcium for the PoC device during wavelengths of 440-470 and the results are distinguishable. Compared to the earlier detections, as mentioned above, it was possible to detect the controlled volume in this case due to the presence of the microfluidic channel above the interdigital sensors. The presence of the channel not only helped in achieving a consistency (22.5 µL) of the detected volume in every experimental round, it also helped in maintaining a uniform shape of the MUT above the sensing area. For the experiments which were conducted without the use of the microfluidic channel, the presence of the sample on the sensing area of the interdigital sensors was oval and not uniform in shape. This had an effect on the response of the sensor as the electric field would not penetrate uniformly through the MUT.
This chosen frequency was considered to be used in the microcontroller-based system for real-time applications. Figure 11 shows the measurement of different concentrations of calcium for the PoC device during wavelengths of 440-470 and the results are distinguishable.
One of the frequencies, 450 Hz, among this range depicting the highest change with respect to the reactance values was chosen to develop the standard curve for the experimented calcium samples. Figure 12 shows the response of the sensor at the frequency of 450 Hz for the five samples. One of the frequencies, 450 Hz, among this range depicting the highest change with respect to the reactance values was chosen to develop the standard curve for the experimented calcium samples. Figure 12 shows the response of the sensor at the frequency of 450 Hz for the five samples. 
with the R 2 being 0.9719. The relatively linear relationship allows for the equation to be used by us for real-time data collection as shown in Figure 8 . Figure 13 illustrates the repeatability of the developed system. It can be seen that the results were consistent and the system can be used for calcium detection. One of the frequencies, 450 Hz, among this range depicting the highest change with respect to the reactance values was chosen to develop the standard curve for the experimented calcium samples. Figure 12 shows the response of the sensor at the frequency of 450 Hz for the five samples. 
with the R 2 being 0.9719. The relatively linear relationship allows for the equation to be used by us for real-time data collection as shown in Figure 8 . Figure 13 illustrates the repeatability of the developed system. It can be seen that the results were consistent and the system can be used for calcium detection. The relationship between the concentration and reactance is y = −1.3812Lgx + 0.9809 (4) with the R 2 being 0.9719. The relatively linear relationship allows for the equation to be used by us for real-time data collection as shown in Figure 8 . Figure 13 illustrates the repeatability of the developed system. It can be seen that the results were consistent and the system can be used for calcium detection. Figure 14 shows the real-time data of calcium concentration based on Equation (4). The measured concentration was 39.8 μM-1.3 μM and the system was used for a few hours to see the performance. Only 10 min of data are shown on this software below. The results can also be shown on the cell phone app, as shown in Figure 15 . The secured server is visible from any location and the physician can easily monitor the calcium level and alert the patient if required. The device is portable, light, and easy to use. Figure 14 shows the real-time data of calcium concentration based on Equation (4). The measured concentration was 39.8 µM-1.3 µM and the system was used for a few hours to see the performance. Only 10 min of data are shown on this software below. Figure 14 shows the real-time data of calcium concentration based on Equation (4). The measured concentration was 39.8 μM-1.3 μM and the system was used for a few hours to see the performance. Only 10 min of data are shown on this software below. The results can also be shown on the cell phone app, as shown in Figure 15 . The secured server is visible from any location and the physician can easily monitor the calcium level and alert the patient if required. The device is portable, light, and easy to use. The results can also be shown on the cell phone app, as shown in Figure 15 . The secured server is visible from any location and the physician can easily monitor the calcium level and alert the patient if required. The device is portable, light, and easy to use. 
IoT Data from the Point-of-Care Device
Conclusions
In this paper, the design, development, and implementation of an electrochemical microfluidics detection system with the integration of interdigital sensors and IoT was done. The fabrication of the prototypes was done using a 3D printing technique to develop the molds for the microfluidic channels, on top of which the casting of PDMS was done at specific heights. The channel was adjusted to accommodate a fixed volume of 22.5 μL of the sample to flow through it. This PDMS-based microfluidic channel was then embedded on an interdigital sensing bottom platform to perform electrochemical sensing of the tested solutions. The interdigital sensors having gold electrodes operated on capacitive sensing due to the nature of the electrodes. The fabricated sensors were then tested with five different calcium samples to envisage their uses for biomedical applications. The system was capable of measuring the calcium samples at very low concentrations ranging from 400-500 Hz. The advantages of this system includes its low-cost, easy fabrication process, and capability to measure very low concentrations. One of the frequencies (450 Hz) was chosen to develop the standard curve and it was used in combination with a microcontroller-based system. The results of the concentration changing from 39.8 μM to 1.35 μM in nearly real time were shown in the app, which was transported to the cloud for further analysis. It is a platform that can be used for different biomedical applications. Based on the monitoring of the small changes of free calcium in the buffer, we will be able to measure the free calcium change in milk or cell culture in future applications. 
In this paper, the design, development, and implementation of an electrochemical microfluidics detection system with the integration of interdigital sensors and IoT was done. The fabrication of the prototypes was done using a 3D printing technique to develop the molds for the microfluidic channels, on top of which the casting of PDMS was done at specific heights. The channel was adjusted to accommodate a fixed volume of 22.5 µL of the sample to flow through it. This PDMS-based microfluidic channel was then embedded on an interdigital sensing bottom platform to perform electrochemical sensing of the tested solutions. The interdigital sensors having gold electrodes operated on capacitive sensing due to the nature of the electrodes. The fabricated sensors were then tested with five different calcium samples to envisage their uses for biomedical applications. The system was capable of measuring the calcium samples at very low concentrations ranging from 400-500 Hz. The advantages of this system includes its low-cost, easy fabrication process, and capability to measure very low concentrations. One of the frequencies (450 Hz) was chosen to develop the standard curve and it was used in combination with a microcontroller-based system. The results of the concentration changing from 39.8 µM to 1.35 µM in nearly real time were shown in the app, which was transported to the cloud for further analysis. It is a platform that can be used for different biomedical applications. Based on the monitoring of the small changes of free calcium in the buffer, we will be able to measure the free calcium change in milk or cell culture in future applications.
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